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88-PROCEDURE-005 Version-2.1 PIT SEARCH AND SECURE PROCEDURE

1.0 PURPOSE

In general, the purpose of the search and secure (SAS) procedure is to have a searcher methodically search
the Cyclotron Pit to look for people, hazardous conditions and to check the operational readiness of
equipment. Once the searcher has verified that the Pit is ready for operation, then the searcher will secure
the Pit to prevent anyone from reentering the Pit.

The intent of this procedure is to ensure that, when the Cyclotron and/ or its Radio Frequency System (RF
System) are operating, the Cyclotron staff and visitors are excluded from the Cyclotron Pit, thereby
protecting them from prompt radiation in the Pit.

If the Operator in Charge (OIC) has any doubt about the presence of people in the Pit, the OIC must search
and secure the Pit before operating the Cyclotron or RF system.

2.0 QUALIFICATION

This procedure is performed by a trained person familiar with the normal Cyclotron operational practices
and the normal configurations of the Cyclotron equipment.

Only persons qualified in the procedure may perform this procedure and train trainees to qualify in this
procedure. This procedure may be performed by the persons who have completed NSD1004 “Pit Search
and Secure Procedure” training. The EH&S Training Reports database contains the names of the persons
that have completed the required training for this procedure. Qualification, or requalification, is
documented by the Operations Supervisor and is in effect as of the date indicated by the EH&S Training
Reports database as the date taken. A trainee may accompany the qualified worker for safety or training
purposes.

3.0 HAZARD REVIEW

The performance of this procedure will subject the personnel to the hazards associated with working at
the 88-Inch Cyclotron facility. The laboratory Job Hazard Analysis program is the institutional method of
managing workers exposure to hazards at the Cyclotron facility and the mitigation of the anticipated
hazards associated with working at the Cyclotron facility.

The performance of this procedure should not subject personnel to increased hazards above those
associated with entering a controlled area. Upon entering controlled areas the searcher must follow the
established facility safety practices.

4.0 PROCEDURE

4.1. Search and Secure Preparation:

A Verify the area to be SAS is ready to be secured and all work in the area has been completed.

B Secure or verify the Cyclotron operation has been secured by having the OIC open the 12kV
breaker.

C Verify that the Cyclotron Radiation Safety Interlock System chain has control power at Interlock
Panel A2111. It is essential that the lamp labeled SAFETY CHAIN control power be on to
provide control power to enable completing the Pit search and secure procedure.

D Prepare a Pit SAS checklist. The searcher will use the SAS checklist as an aide to the performance
of the procedure. Complete the checklist as the procedure is performed and insert the
completed checklist in the Cyclotron Operations Logbook. An example Pit SAS checklist is
shown in Attachment A.

ETake a PIT key from the CONTROL ROOM TRANSFER KEYS panel.
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