BASE Facility Operator’s Manual
Cave 4B Vacuum System

_____________________________________________________________

Pumping Down the 4B Chamber (Downstream of GV4)
1.  Check that the seal of the chamber is clear of foreign objects.
2.  From the Vacuum Control screen, located on the Cave 4B west wall vacuum panel, initiate the automatic pumpdown by pressing “F10” while simultaneously holding the chamber closed for the first two seconds (to get an adequate seal).

3.  The chamber is ready for use when GV4 opens and vacuum is approximately 1 mTorr (~5 minutes).
Venting the 4B Chamber (Downstream of GV4)
1.  From the Vacuum Control screen, located on the Cave 4B west wall vacuum panel, press “F14” to initiate the automatic venting.

2.  The chamber is ready for use when the nitrogen valve (NV) is shut and chamber pressure is approximately 760 Torr (~3 minutes).
For questions regarding vacuum system operation, contact 

Bill Tiffany at x6073 or page him at 9-425-2035.


